Stone formation as a complication of indwelling ureteral stents: a report of 5 cases.
The silicone ureteral catheter has proved to be an invaluable addition to the armamentarium of the urological surgeon and, infrequently, it is associated with complications. We report 5 cases of stone formation associated with indwelling silicone ureteral catheters.